Monitor unit calculations for breast or chest wall treatments.
Tangential breast fields always "flash" beyond the surface of the patient. Since the portion of the beam that is in air does not contribute scatter, external beam treatment planning computers that utilize stored beam data can lead to dose errors of up to 10%. These errors can be reduced by using an irregular field calculation program to adjust the monitor units to account for the loss of scatter.